MISSOURI DEPARTMENT OF HEALTH BREATH A1
STATE PUBLIC HEALTH LABORATORY LCOHOL progy, -

DATAMASTER MAINTENANCE REPORT JUN - opia
Complete this report in duplicate at the time of the regutar monthly preventive maintenanco check and whengver nstrument
is repaired. Send copy lo Department of Health; retain original in department fila. LSS S, o
DATAMABTER SH DATE OF NEFEGTION
201185 KIMBERLING CITY 06-05-2009
LOGATION OF INSTRUMENT (STREET AND CIEY) "1 TIMEOF INSPECTION
34 KIMBERLING BLVD KIMBERLING CITY 20:48

CHECKLIST: Place a check (v} to the left of each lter if found to be salisfactory or if operating within established limils. (Write
in observed values where determined.) Unchecked ilems must be sorracted before using Instrumeril

¥l DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

i} compuTER | (4 pETEGTOR

¥} PROGRAM W FiLTERS

) HEATERS SAMPLE GHAMBER __12__G QUARTZ STANDARD
W] FLOW DETECTOR | | GALIBRATION

W) PUMP HIGH SPEED 12 prinTeR

] INDIGATOR LIGHTS

/] TIME AND DATE

] SIMULATOR TEMPERATURE (34 °C :0.2°C) 34.0¢

T CALIBRATION GHECK »
Run three tests using & standard solufion. Al thres tests must be within 3 6% of the:standard value and must have &
spread of .005 or less.. Check-the box correspanding {othe standard sofution being used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP}
7 0.100% STANDARD - MUST READ BETWEEN 0.095%and 0.105% INGLUSIVE
F_“‘?l 0:040% STANDARD + MUST READ:BETWEEN 0,038% and 0.042%" INCLUSIVE
(DNLY ONE STANBARD 1870 BE USED PER MAINTENANCE REPORT)

TEST1 " .101 TEST 2 401 TESTI ™ 101

. PERFORM R.F.l. TEST (PRINT@U? ATT‘AOHED)

NUMBER OF REFUSALS, SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOTINGLUDE SIMULATOR TESTS)

1

REFUSALS 2 (0 04) E ( 05-. 09) 0 ( 10-, 14} 0 { 15- 19) (}

and within established finits {use other side if necessary)
THIS INSTRUMENT CONFORMS TO D.H. $.5. STANDARDS

_GUIHLABS 10% LOT# 08400 _ BOTTLE #1249 EXP;_12-08-2009

msp I

S — I— _
L4 ' V [ et S CHARLES T WAGNER Sr.
TYPE (LPERMIT HUMBERIEXPIRATION DATE 2~ FELER IO UMEER
820123 04-04-2010 (417) 7392131
Lab-118
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®
4@ GUTH LABORATORIES, INC.

£90 NORTH 67th STREET _* HARRISBURG, PA 17111- 4511 # TELEPHONE: 717-664.547¢

CERTIFICATE OF ANALYSIS

Certifiecll Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08400  of
Alcohol Reference Solution for Simulator were analyzed by
gas ch‘rlomé‘tpgraphy and found to contain 0.1204 percent
(w/vol) ethyl ‘_alcohol.- The expirafion date for this lot

‘number is December 8, 2009 at 11:59 PM.

When used-in-a calibrat‘éd,S‘ir_nul'ator; operating  at
34°C +/- ,2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC,

The alcohol and water used in this solution were

free of test iiit(:rfei‘ing substances,

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

CHARLES WAGNER

is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

pae __04/04/08 : I & el
- Director of State Public Health Laboratory

Number _82ﬂ123___
expires .04/04/2010
. Director, Department of Heallh

MO 580-0771 (7-88)

Lab. 4 (R7-88)



